Information Governance N H s
Medical Directorate
NHS Grampian b\,d

Rosehill House .
Foresterhill Site Gramplan
Cornhill Road
Aberdeen
AB25 27G

BY EMAIL Date 8 September 2022

Jonathan McAusland Our Ref FOI/2022/558

request-888748- Enquiries to Information Governance Team

e9ab0al2a@whatdotheyknow.com  Extension 51319
Direct Line 01224 551319

Email gram.foi@nhs.scot

Dear Mr McAusland

Freedom of Information (Scotland) Act 2002
| refer to your e-mail dated 19 August 2022, requesting:
“ would like to ascertain the following information on all ventilators located within the trust:

Invasive and non invasive patient medical ventilators located in ICU, HDU, Critical Care,
PICU, NICU, Respiratory ward, A&E/ED. Hospital Name, Department and Equipment
Manufacture/ model is required for all devices within the trust linked to the above
department where applicable.”

| can now respond as follows:

| would like to ascertain the following information on all ventilators located within
the trust:

Invasive and non-invasive patient medical ventilators located in ICU, HDU, Critical
Care, PICU, NICU, Respiratory ward, A&E/ED. Hospital Name, Department and
Equipment Manufacture/ model is required for all devices within the trust linked to
the above department where applicable.

With regards to the above request, please see the table below:

Brand Model Category Site Location
Acutronic Medical Fabian Therapy Ventilator ~ AMH Neonatal Unit
Evolution Fabian
Acutronic Medical Fabian Therapy Ventilator ~ AMH Neonatal Unit
Evolution Fabian
Acutronic Medical Fabian Therapy Ventilator ~AMH Neonatal Unit

Evolution Fabian
Acutronic Medical Fabian Therapy Ventilator ~AMH Neonatal Unit
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Brand

Acutronic Medical
Acutronic Medical
Acutronic Medical
Acutronic Medical
Acutronic Medical
Acutronic Medical
Acutronic Medical
Acutronic Medical
Acutronic Medical
Acutronic Medical

Draeger
Draeger
Draeger
Draeger
Draeger
Draeger
Draeger
Draeger
Draeger
Draeger
Draeger
Draeger
Draeger
Draeger
Draeger
Draeger
Draeger
Draeger
Draeger
Draeger
Draeger
Draeger
Draeger
Draeger
Draeger
Draeger
Draeger

2

Model
Evolution Fabian

Fabian Therapy
Evolution Fabian
Fabian Therapy
Evolution Fabian
Fabian Therapy
Evolution Fabian
Fabian Therapy
Evolution Fabian
Fabian Therapy
Evolution Fabian
Fabian Therapy
Evolution Fabian
Fabian Therapy
Evolution Fabian
Fabian Therapy
Evolution Fabian
Fabian Therapy
Evolution Fabian
Fabian Therapy
Evolution Fabian
Evita V800

Evita V800

Evita V800

Evita V800

Evita V800

Oxylog 3000 PLUS
Evita XL

Evita XL

Evita XL

Evita XL

Evita XL

Evita XL

Evita XL

Evita XL

Evita XL

Evita XL

Oxylog 3000 PLUS
Evita V800

Oxylog 3000 PLUS
Oxylog 3000 PLUS
Evita V800

Evita V800

Oxylog 3000 PLUS
Oxylog 3000 PLUS
Oxylog 3000 PLUS
Evita V800

Evita V800

Category

Ventilator
Ventilator
Ventilator
Ventilator
Ventilator
Ventilator
Ventilator
Ventilator
Ventilator
Ventilator

Ventilator
Ventilator
Ventilator
Ventilator
Ventilator
Ventilator
Ventilator
Ventilator
Ventilator
Ventilator
Ventilator
Ventilator
Ventilator
Ventilator
Ventilator
Ventilator
Ventilator
Ventilator
Ventilator
Ventilator
Ventilator
Ventilator
Ventilator
Ventilator
Ventilator
Ventilator
Ventilator

Site

AMH
AMH
AMH
Dr Gray’s
AMH
AMH
AMH
AMH
AMH
AMH

ARI
ARI
ARI
ARI
ARI
ARI
ARI
ARI
ARI
ARI
RACH
RACH
ARI
ARI
ARI
ARI
ARI
RACH
Dr Gray’s
Dr Gray’s
ARI
ARI
ARI
ARI
ARI
ARI
ARI

Location

Neonatal Unit

Neonatal Unit

Neonatal Unit

Ward 3

Neonatal Unit

Neonatal Unit

Neonatal Unit

Neonatal Unit

Neonatal Unit

Neonatal Unit

Ward 201 ICU
Ward 201 ICU
Ward 201 ICU
Ward 201 ICU
Ward 201 ICU

A & E Resuscitation

Ward 201 ICU
Ward 201 ICU
Ward 201 ICU
Ward 201 ICU
HDU

HDU

Ward 201 ICU
Ward 201 ICU
Ward 201 ICU
Ward 201 ICU
A & E Dept
HDU

CCT Trolley
A&E

Ward 201 ICU
Ward 201 ICU
Ward 201 ICU
Ward 201 ICU
Ward 201 ICU
Ward 201 ICU
Ward 201 ICU



Brand
Draeger
Draeger
Draeger
Draeger
Draeger
Draeger
Draeger
Draeger
Draeger
Draeger
Draeger
Draeger
Draeger
Draeger
Draeger
Draeger
Draeger
Draeger
Draeger
Draeger
Draeger
Draeger
Draeger
Draeger
Draeger
Draeger
Draeger
Draeger
Draeger
Draeger
Draeger
Draeger

Fisher & Paykel

Hamilton
Hill-Rom

Novalung

Penlon
Philips
Philips
Philips
Philips
Philips
Philips
Philips

Model
Evita V800
Evita V800
Evita V800
Evita V800
Oxylog 3000 PLUS
Evita V800
Oxylog 3000 PLUS
Evita V800
Evita V800
Evita V800
Evita V800
Evita V800
Evita V800
Evita V800
Evita V800
Evita V800
Evita V800
Evita V800
Oxylog 3000 PLUS
Evita V800
Evita V800
Evita V800
Evita V800
Oxylog 3000 PLUS
Evita V800
Evita V800
Evita V800
Oxylog 3000 PLUS
Evita V800
Evita V800
Evita V800
Evita V800
Neopuff
Hamilton T1
Metaneb MN4

Active ILA System
NV4000104

AV-S

Trilogy EV300
V60

V60

V60

V60

V60

V60

Category
Ventilator
Ventilator
Ventilator
Ventilator
Ventilator
Ventilator
Ventilator
Ventilator
Ventilator
Ventilator
Ventilator
Ventilator
Ventilator
Ventilator
Ventilator
Ventilator
Ventilator
Ventilator
Ventilator
Ventilator
Ventilator
Ventilator
Ventilator
Ventilator
Ventilator
Ventilator
Ventilator
Ventilator
Ventilator
Ventilator
Ventilator
Ventilator
Ventilator
Ventilator
Ventilator
Therapy
Ventilator

Ventilator
Ventilator
Ventilator
Ventilator
Ventilator
Ventilator
Ventilator
Ventilator

Site
ARI
ARI
ARI
ARI
ARI
ARI
ARI
ARI
ARI
ARI
ARI
ARI
ARI
ARI
ARI
ARI
ARI
ARI
ARI
ARI
ARI
ARI
ARI
ARI
ARI
ARI
ARI
Dr Gray’s
ARI
ARI
ARI
RACH
AMH
ARI
ARI

ARI

ARI
Dr Gray’s
ARI
ARI
ARI
ARI
ARI
ARI

Location
Ward 201 ICU
Ward 201 ICU
Ward 201 ICU
Ward 201 ICU
A & E Resuscitation
Ward 201 ICU
Ward 201 ICU
Ward 201 ICU
Ward 201 ICU
Ward 201 ICU
Ward 201 ICU
Ward 201 ICU
Ward 201 ICU
Ward 201 ICU
Ward 201 ICU
Ward 201 ICU
Ward 201 ICU
Ward 201 ICU
Ward 201 ICU
Ward 201 ICU
Ward 201 ICU
Ward 201 ICU
Ward 201 ICU
A & E Resuscitation
Ward 201 ICU
Ward 201 ICU
Ward 201 ICU
A&E
Ward 201 ICU
Ward 201 ICU
Ward 201 ICU
HDU
Neonatal Unit
Ward 201 ICU
Ward 107

Ward 201 ICU

A & E Dept

Ward 8 - HDU
Ward 107

A & E Resuscitation
Ward 107

Ward 107

Ward 107

Ward 107



Brand

Philips
Philips

Philips
Philips
Philips
Philips
Philips
Philips
Philips
Philips
Philips
Philips
Philips
Pneupac

Pneupac
Resmed

Resmed
Resmed
Resmed
Resmed
Resmed
Resmed
Resmed
Resmed
Resmed
Resmed
Resmed

Resmed

Model
V60
V60

V60

Trilogy 202
1040000
V60

V60

Trilogy 202
1040000
V60

Trilogy 202
1040000
Trilogy 202
1040000

V60

Trilogy EV300
V60

Ventipac
BabyPac B100

AirSense 10
AutoSet
Lumis 150 ST-A

Stellar 100
Stellar 100
AirSense 10
AutoSet

Stellar 100
Lumis 150 ST-A
AirSense 10
AutoSet

Stellar 100
Lumis 150 ST-A
Stellar 100

Stellar 100

Category
Ventilator
Ventilator

Ventilator

Ventilator
Therapy
Ventilator

Ventilator

Ventilator
Therapy
Ventilator

Ventilator
Therapy
Ventilator
Therapy
Ventilator
Ventilator
Ventilator
Ventilator
Ventilator
Ventilator
Therapy
Ventilator
Therapy
Ventilator
Therapy
Ventilator
Therapy
Ventilator
Therapy
Ventilator
Therapy
Ventilator
Therapy
Ventilator
Therapy
Ventilator
Therapy
Ventilator
Therapy
Ventilator
Therapy
Ventilator
Therapy
Ventilator
Therapy

Site
ARI
ARI
ARI
Dr Gray’s
ARI
ARI
Dr Gray’s
ARI
Dr Gray’s

Dr Gray’s

ARI

Dr Gray’s
ARI

ARI

AMH
RACH

RACH
RACH
RACH
RACH
RACH
RACH
RACH
RACH
RACH
RACH
RACH

RACH

Location
Ward 107

Ward 106 Medical
HDU

Ward 106 Medical
HDU

Ward 8 - HDU

Ward 106 Medical
HDU

Ward 106 Medical
HDU

Ward 8 - HDU
Ward 106 Medical
HDU

Ward 8 - HDU
A&E

Ward 106 CCU
Ward 8 - HDU
Ward 217 HDU

A & E Resuscitation
Neonatal Unit
Pulmonary Function

Respiratory Care
HDU

HDU

Respiratory Care
Pulmonary Function
HDU

Respiratory Care
HDU

Respiratory Care
Respiratory Care
Respiratory Care

Respiratory Care



Brand Model Category Site Location
Resmed Lumis 150 ST Ventilator RACH Respiratory Care
Therapy
Resmed Lumis 150 ST-A Ventilator ~RACH Respiratory Care
Therapy

SLE SLES5000 Ventilator ~ AMH Neonatal Unit

SLE SLE5000 Ventilator ~ AMH Neonatal Unit

SLE SLES5000 Ventilator ~ AMH Neonatal Unit

SLE SLE5000 Ventilator ~ AMH Neonatal Unit

SLE SLE5000 Ventilator ~ AMH Neonatal Unit

SLE SLES5000 Ventilator ~ AMH Neonatal Unit

SLE SLE2000 Ventilator  Dr Gray’s Ward 3 - SCBU

SLE SLE2000 Ventilator  Dr Gray’s Ward 3 - SCBU

SLE SLE6000 Ventilator ~ AMH Neonatal Unit

SLE SLEG6000 Ventilator ~ AMH Neonatal Unit

VBM Manujet Manujet Ill  Ventilator  ARI Ward 201 ICU

VBM Manujet Manujet Ill  Ventilator  ARI Ward 201 ICU

Viasys SIPAP INFANT Ventilator AMH Neonatal Unit
FLOW SiPAP

Viasys SIPAP INFANT Ventilator ~AMH Neonatal Unit
FLOW SiPAP

Viasys SIPAP INFANT Ventilator AMH Neonatal Unit
FLOW SiPAP

Viasys SIPAP INFANT Ventilator AMH Neonatal Unit
FLOW SiPAP

Viasys SIPAP 675-CFG- Ventilator ~ AMH Neonatal Unit
004

Viasys SIPAP 675-CFG- Ventilator ~ AMH Neonatal Unit
004

Viasys SIPAP M675 Ventilator ~RACH HDU

Under section 20 (1) of the Act, if you are dissatisfied with the way NHS Grampian has
dealt with your request, you have a right to request a review of our actions and decisions
in relation to your request, and you have a right to appeal to the Scottish Information
Commissioner.

A request for review must be made within 40 working days and should, in the first
instance, be in writing to: Directorate of Corporate Communications, Foresterhill House,
Foresterhill, Aberdeen, AB25 2ZB or by email to gram.foi@nhs.scot

Requests for appeal can be made by using the Scottish Information Commissioner’s online
service at www.itspublicknowledge.info/Appeal or should be made in writing to: Scottish
Information Commissioner, Kinburn Castle, Doubledykes Road, St Andrews, Fife, KY16
9DS Telephone: 01334 464610, Fax: 01334 464611.

If you remain dissatisfied following an appeal to the Scottish Information Commissioner
your recourse is to the Court of Session on a point of law.


mailto:xxxx.xxx@xxx.xxxx
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Yours sincerely

b

Roohi Bains
Information Governance Manager & Deputy DPO
NHS Grampian



